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timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live" 



IS 6115 (1991) : Gynaecological instruments - Forceps, 
uterine tenaculum - Shape and dimensions [MHD 3: Obstetric 
and Gynaecological Instruments and Appliances] 




Jawaharlal Nehru 
'Step Out From the Old to the New' 



■K^y / 1 juaaaws^fea rs^^TTF^ 



2*S< W I *>S*V2^NK^ 



^frcvvv^ 



Satyanarayan Gangaram Pitroda 
Invent a New India Using Knowledge 



Bhartrhari — Nitisatakam 
"Knowledge is such a treasure which cannot be stolen" 




.^^_ 



• 




BLANK PAGE 



*rt*2V^ 





PROTECTED BY COPYRIGHT 



^ft tm *r*sf sft wfncw - Tprf m $ farr 

( q^eiT tHtfaro ) 

//?rf/fl« Standard 

GYNAECOLOGICAL INSTRUMENTS - 

FORCEPS, UTERINE TENACULUM — 

SHAPE AND DIMENSIONS 

( First Revision ) 



IS 6116:1991 

REAFFIRMED 



UDC 615472 4: 618I4-7 



© BIS 1991 

BUREAU OF INDIAN STANDARDS 

MANAK BHAVAN. 9 BAHADUR SHAH ZAFAR MARG 
NEW DELHI 110002" 

December 1991 Price Group 1 



Obstetric and Gynaecological Instruments and Appliances Sectional Committee, MHD 3 



FOREWORD 

This Indian Standard ( First Revision ) was adopted by the Bureau of Indian Standards, after the 
draft finalized by the Obstetric and Gynaecological Instruments and Appliances Sectional Com- 
mittee had been approved by the Medical Equipment and Hospital Planning Division Council. 

This standard was first published in 1971 and has been revised to cover the requirements in respect 
of shape and dimensions only, as the specification part of these types of instruments is covered in 
IS 3642 ( Part 1 ) : 1990 'Surgical Instruments — Specification: Part 1 Non-cutting articulated 
instruments (second revision )\ This standard is therefore intended be used only in respect of 
shape and dimensions which are referred to in clause 4.1 of IS 3642 ( Part 1 ) : 1990. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test, shall be rounded off in accordance 
with IS 2 : 1960 'Rules for rounding off numerical values {revised)'. The number of significant 
places retained in the rounded off value should be the same as that of specified value in this 
standard. 
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Indian Standard 

GYNAECOLOGICAL INSTRUMENTS — 

FORCEPS, UTERINE TENACULUM — 

SHAPE AND DIMENSIONS 

( First Revision ) 



1 SCOPE 

1.1 This standard prescribes shape and dimen- 
sions for uterine tenaculum, forceps. 

2 REFERENCE 

2.1 Indian Standard IS 3642 (Part 1 ) : 1990 
"Surgical Instruments — Specification: Part 1 
Non-cutting articulated instruments ( second 
revision Y forms a necessary adjunct to this 
standard. 

3 SHAPE AND DIMENSIONS 



3.2 Joints 

The joints shall be either recessed — screw or box 
type in accordance with 13.2 of IS 3642 ( Part 1 ): 
1990. 

3.3 Ratchet 

3.3.1 Ratchet teeth shall conform to Section 4 of 
IS 3642 ( Part 1 ) : 1990 with combination of 
3 in 3. 

3.3.2 The force required to close the forceps on 
the first step of the ratchet shall be 15 N ( 1*5 kgf 
approximately ). 

3.4 Finger Loops 

3.1 The shape and dimensions for the uterine The finger loops shall conform to size No. 3 of 
tenaculum forceps shall be as shown in Fig. 1. Section 6 of IS 3642 ( Part 1 ) : 1990. 
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ALTERNATIVE SHAPE 
OF WORKING END 



All dimensions in millimetres. 

Fig. 1 Forceps, Uterine, Tenaculum 



AMENDMENT NO. 1 OCTOBER 1992 
> TO 

IS 6115 : 1991 GYNAECOLOGICAL INSTRUMENTS — 

FORCEPS, UTERINE TENACULUM — SHAPE AND 

DIMENSIONS 

( First Revision ) 

( Page 1, clause 3.1 ) — Insert the following new clauses after 3.1: 

'3.1.1 The teeth for holding shall be of shape as shown in Fig. 2 and 
not stick when opened from the locked position. 

3.1.2 The teeth for holding shall not protrude beyond a plane 
tangential to the jaws of the forceps in the locked position.' 
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All dimensions in millimetres. 
Fig. 2 Details of Tbbth and Matching 



( MHD 3 ) 
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Standard Mark 

The use of the Standard Mark is governed by the provisions of" the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 
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